
 

  

 

Aalborg Universitet

A study of reliability and response patterns in self-administered audiometry for adult
first-time hearing-aid users

Rye, Palle; Ordoñez, Rodrigo; Wolff, Anne; Hougaard, Dan Dupont; Schmidt, Jesper Hvass;
Hammershøi, Dorte

Publication date:
2019

Document Version
Publisher's PDF, also known as Version of record

Link to publication from Aalborg University

Citation for published version (APA):
Rye, P., Ordoñez, R., Wolff, A., Hougaard, D. D., Schmidt, J. H., & Hammershøi, D. (2019). A study of reliability
and response patterns in self-administered audiometry for adult first-time hearing-aid users. Poster presented at
International Symposium on Auditory and Audiological Research, Nyborg, Denmark.

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners
and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

            - Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
            - You may not further distribute the material or use it for any profit-making activity or commercial gain
            - You may freely distribute the URL identifying the publication in the public portal -
Take down policy
If you believe that this document breaches copyright please contact us at vbn@aub.aau.dk providing details, and we will remove access to
the work immediately and investigate your claim.

Downloaded from vbn.aau.dk on: May 24, 2023

https://vbn.aau.dk/en/publications/80cd1c0a-3f7f-4a28-98ee-d852d8e0522c


A study of reliability and response patterns in
self-administered audiometry for adult first-time

hearing-aid users
Palle Rye1, Rodrigo Ordoñez1, Anne Wolff2, Dan Dupont Hougaard2, Jesper Hvass Schmidt3 & Dorte Hammershøi1

1Signal and Information Processing, Department of Electronic Systems, Aalborg University, Aalborg, Denmark 2Department of
Otolaryngology, Head and Neck Surgery and Audiology, Aalborg University Hospital, Aalborg, Denmark 3Department of

Oto-rhino-laryngology, Odense University Hospital, Odense, Denmark

Introduction
The potential benefits of out-of-clinic diagnostics are manifold: It
may be used to alleviate clinically trained personnel where resources
are scarce, it may reduce the need for travel and it allows for in-
creased privacy and discretion for the potentially hearing impaired,
who may see a self-administered hearing test as the first step toward
accepting the need for a hearing aid. Many smartphone applica-
tions for hearing diagnostics are currently available. However, as
reported e.g. by De Wet Swanepoel (2014) the dependency of a
specific tablet or smartphone platform, such as iPhone, may cause
inconvenient limitations.

Hypothesis
The purpose of the present study is to

1) develop a test paradigm for relevant out-of-clinic tests,

2) get direct experience with relevant platforms,

3) investigate out-of-clinic results for a case hearing test (the abso-
lute threshold as a start) with comparable in-clinic-results, and

4) assess the user experience with the out-of-clinic mock-up sys-
tem.

Methods
The method comprises the development of a customized software
platform, which will allow for later inclusion of other tests, such
as those outlined by Sanchez-Lopez (2018) that are currently un-
der development in the BEAR project. The different out-of-clinic
scenarios under consideration are shown in Figure 1.

Figure 1. Out-of-clinic diagnostics scenarios with illustration of
different means of instructing the user and example of test subject
alone in living room.

The accuracy of the procedures in real-life scenarios is determined
by comparing the outcome with clinically determined audiomet-
ric measures. System Usability Scale (SUS) data according to
ISO 9241-11 is collected and brief interviews regarding how the test
subjects manage the test are performed after the test session.

Software platform
A tablet-based software application was developed using Unity, a
platform mainly for producing computer games, but also used in a
gamification approach to hearing-aid tuning as described by East-
gate (2016). The test execution flow of the implemented application
is outlined in Figure 2.

Figure 2. Test execution flow implemented in application

Hardware characteristics
The use of wireless (Bluetooth) headphones reduces the uncertain-
ties of the tablet or smartphone hardware significantly, but the codec
may still affect performance. For example, the older SBC standard,
used in the Bose QC35II headphone is limited by its resolution at
low signal levels and thus is less than ideal for measuring pure-tone
thresholds near normal hearing level. Here the newer AptX codec
used e.g. in the Sony WH-9000N performs better. However, the
tested Sony headphone suffer from distortion issues at 2-4 kHz for
the high sound pressure levels.
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Figure 3. Frequency responses and Total Harmonic Distortion
(THD) measured in IEC 318-1 type 1 artificial ear measured at a
signal level of -6 dBFS at all available Bluetooth volume steps.

Ambient noise attenuation
Figure 4 shows an example of the active and passive noise attenua-
tion capabilities of a proposed headphone. The measurements were
made in an anechoic chamber using a head and torso simulator and
a 40 channel loudspeaker array to reproduce different sound fields
as shown in Figure 5.
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Figure 4. An example of the active and passive noise attenuation
capabilities of one of the proposed headphones.

This approach was chosen to be able to perform repeatable compa-
risons of the headphone performance in realistic sound fields, where
especially active noise reduction may yield different results com-
pared to standard measurements using pink noise in a reverberation
chamber.

Figure 5. Test setup for characterisation of headphone attenuation

After characterisation of the test equipment a typical use environ-
ment is studied and described.

Environment
Measurements of the background noise levels during typical test ses-
sions exhibit large natural variations switching between relative si-
lence, small talk, coughing and spoken announcements.
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Figure 6. Examples of typical background noise levels.

The short bursts of intense noise, as well as the longer periods with
sustained medium levels indicate that additional measures such as
noise monitoring and discarding false negatives during the test may
be warranted.

Subjects
The inclusion criteria for test subjects are adults without prior
hearing-aid treatment, and a maximum hearing loss of 60 dB as an
average over 500 Hz, 1 kHz, 2 kHz and 4 kHz. It is the goal to get
data from more than 32 test subjects in two different scenarios.

Results
Pilot data has been collected for 8 subjects (16 ears). Figure 7
shows audiometric data from 4 subjects without hearing loss. Since
ISO 389-8 specifies the RETSPL for only specific circumaural head-
phones, a study according to ISO 389-9 could prove beneficial.
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Figure 7. Measured threshold data of 4 subjects (8 ears) using the
custom-made test system.

In addition to comparing the measured thresholds with clinically ob-
tained results, a parallel study of the test-retest reliability is ongoing.
Figure 8 shows a comparison of threshold data collected using the
platform with more than 1 month between trials.
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Figure 8. Measured test-retest threshold data of 4 near normal hear-
ing subjects (8 ears) using the custom-made test system.

The larger deviations at higher frequencies may in part be caused by
frequency response variations due to fitting and refitting. However,
it is also quite probable that there is an influence from the signal pro-
cessing of the used headphone, when playing back high frequency
pure tones near normal hearing threshold.

The collected SUS scores for 8 users range from 52.5 to 92.5 with
a mean of 76.9. This may be interpreted as "Acceptable" on an ac-
ceptability scale or between "Good" and "Excellent" on an adjective
rating scale according to Bangor (2009).

Initial settings of test execution timing parameters yield an average
test time for 6 frequencies on 2 ears of 13-19 minutes with an aver-
age of 15.2 minutes.

Conclusion
A tablet-based custom-made test system that allows audiometric
evaluation in an out-of-clinic setting has been developed. Further
studies are needed to verify the suitability in other environments.
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